ABIOMED BVS 5000 system: repair of venous cannulation site for excessive bleeding.
The most common morbidity of the ABIOMED (Danvers, MA) left ventricular assist device is severe hemorrhage. Severe bleeding around the left atrial cannulation site can be repaired easily with the proper technique.